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§884.5250 Cervical cap.

(a) Identification. A cervical cap is a
flexible cuplike receptacle that fits
over the cervix to collect menstrual
flow or to aid artificial insemination.
This generic type of device is not for
contraceptive use.

(b) Classification. Class II (perform-
ance standards).

§884.5300 Condom.

(a) Identification. A condom is a
sheath which completely covers the
penis with a closely fitting membrane.
The condom is used for contraceptive
and for prophylactic purposes (pre-
venting transmission of venereal dis-
ease). The device may also be used to
collect semen to aid in the diagnosis of
infertility.

(b) Classification. Class II (perform-
ance standards).

§884.5310 Condom with spermicidal
lubricant.

(a) Identification. A condom with
spermicidal lubricant is a sheath which
completely covers the penis with a
closely fitting membrane with a lubri-
cant that contains a spermicidal agent,
nonoxynol-9. This condom is used for
contraceptive and prophylactic pur-
poses (preventing transmission of vene-
real disease).

(b) Classification. Class II (perform-
ance standards).

[47 FR 49022, Oct. 29, 1982]

§884.5320 Glans sheath.

(a) Identification. A glans sheath de-
vice is a sheath which covers only the
glans penis or part thereof and may
also cover the area in the immediate
proximity thereof, the corona and
frenulum, but not the entire shaft of
the penis. It is indicated only for the
prevention of pregnancy and not for
the prevention of sexually-transmitted
diseases.

(b) Classification. Class III (premarket
approval).

(c) Date premarket approval application
(PMA) or notice of completion of a prod-
uct development protocol (PDP) is re-
quired. A PMA or a notice of comple-
tion of a PDP is required to be filed
with the Food and Drug Administra-
tion on or before September 12, 2002, for

§884.5360

any glans sheath that was in commer-
cial distribution before May 28, 1976, or
that has, on or before September 12,
2002, been found to be substantially
equivalent to a glans sheath that was
in commercial distribution before May
28, 1976. Any other glans sheath shall
have an approved PMA or declared
completed PDP in effect before being
placed in commercial distribution.

[69 FR 67187, Dec. 29, 1994, as amended at 67
FR 40849, June 14, 2002]

§884.5330 Female condom.

(a) Identification. A female condom is
a sheath-like device that lines the vag-
inal wall and is inserted into the va-
gina prior to the initiation of coitus. It
is indicated for contraceptive and pro-
phylactic (preventing the transmission
of sexually transmitted diseases) pur-
poses.

(b) Classification. Class III (premarket
approval).

(c) Date premarket approval application
(PMA) or notice of completion of a prod-
uct development protocol (PDP) is re-
quired. No effective date has been es-
tablished of the requirement for pre-
market approval for the devices de-
scribed in paragraph (b) of this section.
See §884.3 for effective dates of require-
ment for premarket approval.

[656 FR 31455, May 18, 2000]

§884.5350 Contraceptive
and accessories.

diaphragm

(a) Identification. A contraceptive dia-
phragm is a closely fitting membrane
placed between the posterior aspect of
the pubic bone and the posterior vag-
inal fornix. The device covers the cer-
vix completely and is used with a
spermicide to prevent pregnancy. This
generic type of device may include an
introducer.

(b) Classification. Class II (perform-
ance standards).

§884.5360 Contraceptive intrauterine
device (IUD) and introducer.

(a) Identification. A contraceptive
intrauterine device (IUD) is a device
used to prevent pregnancy. The device
is placed high in the uterine fundus
with a string extending from the device
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